Background: Susceptibility differences between fat and water can cause changes in the water-fat frequency separation that can negatively affect the accuracy of fat fraction techniques. This may be especially relevant for brown adipose tissue, as MRI fat fraction techniques have been proposed for its detection. Purpose: To assess the effect of microscopic magnetic susceptibility gradients on the water-fat frequency separation and its impact on chemical-shift-based fat fraction quantification techniques in the supraclavicular fat, where brown adipose tissue is commonly found in humans. Study Type: Prospective. Population/Subjects/Phantom/Specimen/Animal Model: Subjects: 11 healthy volunteers, mean age of 26 and mean BMI of 23, three overweight volunteers, mean age of 38 and mean BMI of 33. Phantoms: bovine phantom and intralipid fat emulsion. Simulations: various water-fat distributions. Field Strength/Sequence: Six-echo gradient echo chemical-shift-encoded sequence at 3T. Assessment: Fat fraction values as obtained from a water-fat spectral model accounting for susceptibility-induced water-fat frequency variations were directly compared to traditional spectral models that assume constant water-fat frequency separation. Statistical Tests: Two-tail t-tests were used for significance testing (p < 0.05.) A Bayesian Information Criterion difference of 6 between fits was taken as strong evidence of an improved model. Results: Phantom experiments and simulation results showed variations of the water-fat frequency separation up to 0.4 ppm and 0.6 ppm, respectively. In the supraclavicular area, the water-fat frequency separation produced by magnetic susceptibility gradients varied by as much as 60.4 ppm, with a mean of 0.08 6 0.14 ppm, producing a mean difference in fat fraction of -1.26 6 5.26%. Data Conclusion: In the supraclavicular fat depot, microscopic susceptibility gradients that exist within a voxel between water and fat compartments can produce variations in the water-fat frequency separation. These variations may produce fat fraction quantification errors of 5% when a spectral model with a fixed water-fat frequency separation is applied, which could impact MR brown fat techniques.
In adult humans, where this tissue is present only in scattered amounts around major blood vessels, muscle, or mixed within the more abundant white fat, detection of BAT is still a challenge. 5, 6 For BAT detection, fat faction magnetic resonance imaging (MRI) techniques have been proposed. 7 These techniques take advantage of the differences in hydration between brown adipose tissue and white adipose tissue (WAT). 8 However, direct comparison of BAT maps obtained by MR fat fraction techniques with 18 F-FDG-PET BAT maps have shown that, unlike in mice, the range of BAT fat fractions in adult humans is large enough that tissue hydration alone is not a reliable marker for the differentiation of BAT from WAT. 9, 10 In principle, to increase detection specificity, one could measure BAT lipid consumption during stimulation of nonshivering thermogenesis by cold exposure. [11] [12] [13] However, because changes in tissue fat fraction due to fat oxidation in BAT are typically small, 8, 12 errors in fat fraction quantification could easily overshadow these changes. MR fat fraction (FF) quantification in humans was originally proposed and developed in large part to replace nontargeted tissue biopsy for the detection of liver steatosis. 14, 15 For this purpose, chemical-shift encoded acquisitions (CSE) have been developed, 16, 17 where the signal from multiple echoes is acquired and then fit to a specific water-fat spectral model. To reduce errors and biases in FF quantification, CSE multiecho methods also account for differences in T 2 * of water and fat spins, as well as for macroscopic field inhomogeneities. 18, 19 Also, 6-, 7-, and 9-peak fat spectral models are most commonly used in CSE reconstruction protocols, with no specific choice having currently been proven to be superior to the rest, but showing significant improvement over the single peak fat spectral model. 20 In these experiments, the relative intensity and frequency separation between the different lipid protons and the relative separation between water and lipid protons is either set using spectra from previous studies, or calibrated in a prescan protocol. 14, [20] [21] [22] Although the frequency separation between the different lipid protons is expected not to vary notably, the water-fat frequency separation is sensitive to a number of factors such as temperature and magnetic susceptibility gradients. 23 The effect of temperature, which is known to reduce the water-fat separation by 0.01 ppm/8C, on CSE fat quantification protocols was recently investigated by Hernando et al. 24 The authors showed that even a temperature variation of 108C, which is expected to produce a water-fat frequency shift of just 0.1 ppm, could lead to large FF quantification errors, on the order of 5% or higher. Earlier, Karampinos et al 25 investigated the effect of microscopic susceptibility gradients in the context of fat infiltration in muscle. Unlike macroscopic field inhomogeneities, which shift water and fat spins within a voxel by the same amount and in the same direction, microscopic susceptibility gradients, originating from the specific intravoxel distribution of water and fat spins, can shift water and fat spins by different amounts. As a result, the water-fat frequency separation for nonhomogenous samples is expected to vary. To this end, Karampinos et al showed that, while the assumption of a single spectra has been shown to be a reasonable assumption for the liver, 26 for the specific case of quantification of fat infiltration in skeletal muscle, magnetic susceptibility gradients could cause errors. Specifically, by modeling fat infiltrated into skeletal muscle as an infinite cylinder of fat in water, depending on the relative orientation of this infinite cylinder with respect to the direction of the main magnetic field, they estimated a variation in the water-fat frequency separation as large as 0.2 ppm. To account for this susceptibility-induced shift in the water-fat separation, they proposed the inclusion of a variable water-fat frequency shift in their spectral model. 25 To this end, the scope of this work was to analyze how the accuracy of FF MR techniques in supraclavicular fat is affected by microscopic susceptibility gradients present in this region with specific attention to the detection of BAT.
Materials and Methods

FF CSE Algorithms
While macroscopic magnetic field gradients produce a frequency shift of the entire 1H spectrum, microscopic susceptibility gradients generated at water-fat interfaces generally shift water and fat spins by different amounts. In order to quantify these susceptibility-induced shifts and assess their effect on the accuracy of CSE FF quantification methods, two magnitude-based reconstruction algorithms were used. Unlike complex fitting algorithms, which employ a signal model with an overall phase term that accounts for macroscopic field inhomogeneities, magnitude-based reconstruction algorithms do not require fitting of the phase shift from macroscopic field inhomogeneities. Thus, the use of magnitude-based reconstruction algorithms allow for the independent assessment of the effect of microscopic inhomogeneities generated by susceptibility gradients. The first algorithm (fixed spectral model) used was the standard magnitude-based CSE algorithm, employing the following signal model:
where C n is a known complex coefficient describing the contribution to the fat signal from multiple fat components:
A seven-peak fat spectral model with well-defined w i and Df i values (fixed spectral model), as described in Ren et al, 27 was assumed, as previously done by Hu et al and Zhong et al. 19, 28 The signal fit was then optimized in Python (Python Software Foundation, Wilmington, DE) using a Levenberg-Marquardt algorithm, as described by Zhong et al, where all unknowns (M w , M f , and R induced shift of the water-fat frequency separation d, to account for possible variations of the water-fat frequency difference:
In this case, the parameters estimated by the first fixed spectra, a three-variable magnitude-based reconstruction algorithm, were used as initial values for the second Levenberg-Marquardt-based reconstruction algorithm to estimate FF and d values.
Computation of Microscopic Susceptibility Gradients and Their Effects on FF Quantification Accuracy
For all simulations, COMSOL Multiphysics software (Palo Alto, CA) was used to compute the field distortion and frequency shift produced by magnetic susceptibility gradients for different microscopic water-fat distributions. These distributions included multiple cylindrical, droplet, and layered geometries, as well as a few including different water-fat distributions within the same voxel (Fig.  F1 1). All simulations were computed assuming a static magnetic field B 0 of 3T and a volume magnetic susceptibility of -9.04 ppm, 29 in SI units, for water compartments, and -7.79 ppm for fat compartments. 30 After solving the Maxwell equations in COMSOL, the sphere of Lorentz correction was applied, 31 and the computed 3D magnetic vector field was exported to MatLab (MathWorks, Natick, MA). The water and fat signal evolution was then computed for each spin for each simulated voxel and for several echo times: TE n 5 [1.12, 2.34, 3.56, 4.78, 6.00, 7.39] msec, matching those used experimentally. The frequency distribution of water and fat spins, their relative difference, and the ratio of fat and water spins (true FF) was computed for each distribution by using the field map, assuming a T 2 * 5 25 msec, and a macroscopic B 0 -field inhomogeneity of 0 Hz. 24 Signal magnitude and phase for each of the above echo times were fed into the two reconstruction algorithms to obtain FF values from the fixed (d 5 0) and a variable d spectral model, as well as the value of d in fieldindependent units (ppm).
Phantom Experiment
In vitro experiments were performed on a Biograph mMR 3T (Siemens Healthcare, Erlangen, Germany). Samples consisted of a bovine meat sample containing layers of muscle, fat, and bone, and a 20% intralipid fat emulsion sample (Sigma-Aldrich, St. Louis, MO). For all experiments, samples were equilibrated for 1.5 hours at bore temperature, measured by using a fiber optic temperature probe. 3D CSE FF measurements were performed along with single voxel spectroscopy (SVS) measurements, made at several locations within the sample. The samples were then rotated by 908 with respect to the B 0 field and CSE and MRS data were reacquired. For SVS measurements, a position resolved spectroscopy (PRESS) sequence was used with echo time (TE) 5 30 msec, repetition time (TR) 5 2000 msec, 8 3 8 3 8 mm voxel, 80 averages, and without regional saturation bands. For the 3D CSE FF protocol, the following multiecho gradient echo parameters were used: TR, 15 msec; TE n 5 [1.12 msec, 2.34 msec, 3.56 msec, 4.78 msec, 6.00 msec, 7.39 msec]; bandwidth (BW), 1180 Hz/Px; flip angle (FA), 38; field of view (FOV), 128 3 128 3 128 mm; base resolution, 64; slices, 64; slice thickness, 2 mm; resolution, 2 3 2 3 2 mm; readout mode, unipolar. The 1H spectra were fit in MatLab by using pseudo-Voigt profiles. From each spectrum, the water-methylene resonance frequency shift was measured. Spectra with distorted lineshapes that could not be accurately fitted were excluded from the analysis. The 3D CSE imaging data were processed using the two reconstruction algorithms. Since all in vitro experiments were performed with a sample temperature of 248C, a mean water-fat frequency separation of 3.53 ppm was used to account for the temperature-induced shift (-0.01ppm/8C) of the water resonance frequency. 
In Vivo Experiments
All human studies were approved by the Institutional Review Board of the University of North Carolina at Chapel Hill and were conducted in compliance with the Helsinki Declaration and informed consent was obtained. For this study, CSE and chemical shift imaging (CSI) data acquired from 14 healthy volunteers were analyzed. Gender, age, and BMI of all participants are reported in Table  T1 1. The 3D CSE data in the supraclavicular region were acquired simultaneously with 18 F-FDG-PET maps in the same region as previously described in McCallister et al 10 in six young healthy volunteers, as well as in three overweight or obese middle-aged participants on a Biograph mMR (Siemens Healthcare) operating at a magnetic field of 3T. Specifically, a personalized cooling procedure was employed after 6 hours of fasting to maximally stimulate BAT nonshivering thermogenesis before (1 hour), and after (1 hour) injection of the 18 F-FDG radiotracer, injected at a reduced dose of 5 mCi. Positron emission tomography (PET) images in the supraclavicular area were acquired simultaneously with the 3D CSE data, which were acquired using a 1H chest coil strapped around the shoulders. For the 3D CSE acquisition a multiecho gradient echo sequence was employed by using the following parameters: TR, 15 msec; first TE, 1.12 msec; subsequent echo times (DTE), 1.22 msec; echoes, 6; FA, 38; BW, 1180 Hz/Px; FOV, 440 3 225 3 83 mm; base resolution, 352; slices, 64; slice thickness, 1.3 mm; resolution, 1.3 3 1.3 3 1.3 mm; readout mode, unipolar. The CSE data were fit using the two reconstruction algorithms using a water-fat frequency separation (water-methylene) of 3.4 ppm at 378C. 24 CSI and single voxel spectroscopy acquired on a PRISMA 3T scanner (Siemens Healthcare) in five volunteers, as part of a hyperpolarized 129Xe/1H spectroscopy study on human BAT, were retrospectively analyzed to quantify the mean separation between water and fat spins within the supraclavicular fat depot. All CSI data were acquired by using the following parameters: TR, 1.5 sec; TE, 2.3 msec; bandwidth, 3 kHz; points, 2048; FOV, 400 3 200 mm; base resolution, 16 3 8; slices, 1; slice thickness, 2.5 mm; resolution, 2.5 3 2.5 3 2.5 mm. From the spectrum of each CSI voxel containing supraclavicular fat tissue, the watermethylene resonance frequency shift was extracted. Again, spectra with distorted lineshapes or bimodal water and fat frequency distributions that could not be accurately fitted were excluded from the analysis.
Image Analysis
Fitting analysis was performed in Python. From the two reconstruction algorithms FF maps were obtained, with FF 5 100*F/ (F1W) for FF!50% and FF 5 100* (1-W/ (F1W)) for FF<50%. The difference in FF values obtained from the two reconstruction algorithms was calculated pixel-by-pixel. FF differences due to water fat swap were removed. Finally, from the second reconstruction algorithm, a map of the fitted parameter (d) was created.
Statistical Analysis
Statistical analysis was performed in MatLab. For significance testing, two-tail t-tests were determined, and the level of significance was set at p < 0.05. The Bayesian Information Criterion (BIC) was calculated for both fits of each CSE image. A BIC difference of 6 between the two fits was taken as strong evidence of an improved spectral model. 32 Results Figure 1a shows for all simulated geometries, a map of the shift d induced by magnetic susceptibility gradients on the water-fat frequency separation (Fig. 1b) , and a plot of the water and fat frequency distributions (Fig. 1c) . Table  T2  2 shows the frequency shift induced by magnetic susceptibility gradients on the water and fat resonances. For the simulated geometries, this frequency shift varies from -0.4 ppm to 0.2 ppm. In addition, these simulations show, not only the relative water-fat distribution, but also its orientation with respect to B 0 matters. For example, for the infinite layers sample, a simple rotation of the sample with respect to the B 0 field was able to induce a water-fat frequency shift as large as 0.6 ppm.
When not accounted for, these shifts can induce an error in the standard FF quantification as large as 18% when waterfat frequency shifts of 0.4 ppm are seen. In other geometries, the susceptibility-induced shift is on the order of 0.2 ppm, inducing a FF error on the order of 2-3%.
The reconstruction algorithm with a variable water-fat frequency separation was able to correctly quantify the average water-fat frequency separation computed from the field map within 0.011 ppm and estimate the true FF with an error of Journal of Magnetic Resonance Imaging less than 1%, compared to an average error of 4.5% of the reconstruction algorithm with the fixed water-fat frequency separation. However, when the distribution of water and fat spins gave rise to a bimodal frequency distribution for one or both spin species, errors as large as 3% were seen, even when a spectral model with a variable water-fat frequency separation was employed. In these cases, accounting for a susceptibilityinduced frequency shift was not enough to correctly quantify FF. Figure  F2 2 shows gradient echo images and an example of one of the many voxels selected for spectroscopic measurements of the water-fat frequency separation for the meat and intralipid solution samples, for two orthogonal orientations with respect to the B 0 field. The figure also shows the average water-fat frequency difference measured across the two samples, by SVS, for the two orientations. The mean value and the standard deviation of the water-fat frequency separation for the meat sample were: 3.75 6 0.15 ppm, when the muscle and fat layers were oriented orthogonal to the B 0 field; 3.59 6 0.04 ppm, when the muscle and fat layers were oriented parallel to the B 0 field (p 5 0.049); 3.67 6 0.04 ppm, when both orientations were considered. Although the mean difference in water-fat frequency separation between the two orientations was 0.2 ppm, across the entire sample the difference was measured to be as large as 0.42 ppm. For the intralipid solution, the mean water-methylene frequency separations and standard deviations were: 3.57 6 0.03 ppm for parallel position; 3.61 6 0.13 ppm for a position perpendicular to the B 0 field; and (p 5 0.099) 3.59 6 0.01 ppm for the combined positions. In this case, a rotation of the sample with respect to the main field B 0 did not produce an appreciable change in the water-fat frequency difference. Figure  F3  3 shows a map of d as obtained by using the second reconstruction algorithm across the entire meat sample for the two orientations of the samples and for the combined orientations. When the muscle-fat layers are oriented along the main field B 0 , the largest susceptibility-induced frequency shift (d 5 60.7 ppm) is seen at water-fat boundaries. In agreement with the simulated results, a larger susceptibility-induced frequency shift (d 5 61 ppm) is seen when the muscle-fat layers are oriented perpendicular to the direction of the main field B 0 . Figure  F4  4 shows FF maps obtained with the two reconstruction algorithms for the two orientations of the meat sample. Larger differences in FF on the order of 5% are seen predominately at the interfaces between the muscle and fat layers. Different values are obtained also within the muscle and fat layers when the sample is oriented orthogonal to the direction of B 0 . Figure  F5  5 shows the relationship between the absolute differences in FF values obtained by using the two reconstruction algorithms and the susceptibility-induced frequency shift d for From the water and fat frequency distribution, average water frequency shift, average fat frequency shift, and average water-fat frequency separation were calculated. The true FF value was the one used in the simulations. The estimated d, was the one computed by the variable spectra fit. FF and variable FF were taken from the fixed spectra fit (d 5 0) and variable spectra fit, respectively.
the two orientations of the meat sample. FF difference increases sharply with d, with an FF difference of 3% being caused by a delta of 0.3 ppm. This dependence levels out, with a small increase in FF difference for d > 0.3 ppm. Figure  F6 6 shows a 18 F-FDG-PET image of the supraclavicular region from one of the subjects (Subject 5) analyzed in this study, along with FF maps of the same area as obtained by the two magnitude-based CSE reconstruction algorithms. Although the mean supraclavicular FF measured with the two spectral models was quite similar, 70% for the spectral model with a fixed water-fat frequency separation and 69% for the spectral model with a variable water-fat frequency separation, with a mean difference of 0.8% FF and a standard deviation of 2.8%, the difference in FF for the individual voxel was on the order of 5%. These differences in FF were caused by a water-fat frequency separation that, for some voxels, deviated from the nominal 3.4 ppm by as much as 0.5 ppm. When the goodness of the individual fit models was examined voxel-byvoxel by using the BIC, 88% of voxels within the supraclavicular fat depot showed that the second reconstruction algorithm, the one that accounted for a susceptibility-induced water-fat frequency shift d, was significantly better (difference in BIC >6) than the first reconstruction algorithm, which did not account for a variability in the water-fat frequency separation. Figure  F7  7 shows the same map for the entire region in the same subject. Interestingly, in muscle the two reconstruction algorithms show even larger d values and FF differences. The second algorithm shows a systematically higher FF of up to 11%, which is greater than the difference shown in supraclavicular fat. However, unlike in the supraclavicular fat region, when the goodness of the individual fit models was examined voxel-by-voxel by using the BIC, the majority of the voxels (78%) showed no improvement with the variable spectral model (difference in BIC <2). Figure  F8  8 shows boxplots of the range of the difference in FF values obtained by the two reconstruction algorithms, and the range of d values obtained from the second algorithm, as measured in the supraclavicular fat of all nine participants (six lean and three obese) who underwent the CSE protocol. In all subjects, the two reconstruction algorithms produced similar supraclavicular mean FF values. Differences in FF between the lean subjects was 21% 6 5% and 21% 6 3% in obese subjects. While in all lean subjects the presence of BAT in the supraclavicular fat depot was confirmed by an increase in glucose uptake in the PET scan, in the three obese subjects glucose uptake was below the nominal detection threshold of SUV 5 1.5 and the presence of BAT could not be confirmed.
Among all lean subjects, in Subject 3 differences in FF were slightly larger. This subject had supraclavicular fat with the lowest FF with a mean value close to 62%. The average 2% and a standard deviation of 5.26%. However, for some of the voxels, especially those with an FF ranging between 40% and 60%, differences in FF ranged from -25% to 15%. Figure 8d reports boxplots of the susceptibility-induced water-fat frequency shift d as obtained from the five subjects who underwent the CSI scans. Across all five subjects the water-fat frequency separation had a mean of 3.44 6 0.16 ppm and ranged from 3.1 to 3.8 ppm, nicely matching the values obtained by using the second CSE reconstruction algorithm that accounted for the susceptibility-induced water-fat frequency shift d.
Discussion
Unlike the effect of macroscopic field inhomogeneities, which are often accounted for in CSE FF quantification reconstruction algorithms, the effect of microscopic susceptibility gradients on CSE FF quantification, aside from fat infiltration in skeletal muscle, 25 has been left largely unexplored. Here we show that, in the supraclavicular region, where BAT is located, the shift produced by microscopic susceptibility gradients on the water-fat frequency separation are on average 0.1 ppm with a standard deviation of 0.2 ppm, but with individual values ranging from a minimum of -0.3 ppm to a maximum of 0.6 ppm. The magnitude of these shifts is consistent with the magnitude of the water-fat frequency shift generated by microscopic susceptibility gradients and computed in this study. This is not surprising, as the supraclavicular tissue, at the microscopic level, is highly heterogeneous, with nerves, brown fat, white 
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fat, and blood vessels that often are not resolved in MR images. Further confirmation of the validity of these values comes from CSI analysis of supraclavicular fat, where the measured water-fat frequency shifts ranged from -0.3 ppm to 0.4 ppm. These susceptibility-induced frequency shifts are equivalent to the frequency shifts induced by a change in temperature from 1308C to -408C, thus much larger that the small temperature-induced shift of a few hundredths of a ppm that can be expected from activation of BAT in humans.
Our data also shows that the mean water-fat frequency separation in supraclavicular fat tissue is around 3.5 ppm, higher than the 3.4 ppm water-fat separation often used for FF quantification. 20 This is not surprising, as the 3.4 ppm value was originally measured in human liver, where the microscopic distribution of water and fat spins is expected to be different than in the supraclavicular fat. As shown by our simulation and in vitro experiments, the water-fat separation strongly depends on the specific microscopic distribution of water and fat spins and on its orientation with respect to B 0 . Our simulations also show that these susceptibilityinduced frequency shifts can produce FF errors as large as 18%, when not accounted for, and much smaller errors, on the order of 0.4%, when susceptibility-induced water-fat frequency shifts are included in the spectral model. Differences in FF between the two models ranged from less than 1% when the frequency shift was small ($0.1 ppm) up to 18% when the frequency shift was large ($0.4 ppm).
The CSE and CSI results in the phantoms mimicked these results, showing large differences in the water FF separation upon rotation in the field in the inhomogeneous, layered bovine phantom, while very little shift was observed in the homogenous droplet-like emulsion. Theoretically, these shifts have a possible range of 1.25 ppm, depending on the microscopic geometries; however, in simulations and in phantom experiments a maximum deviation of 0.4 was found to be realistic. 33 Although not directly comparable to CSE due to difference in voxel size, the retrospective CSI data showed the existence of these large shifts also in vivo, in the supraclavicular fat depot. In the supraclavicular fat depot, the two CSE models gave rise to similar frequency shifts and FF differences, with a mean absolute difference in FF of 1% and a standard deviation of 5% in lean subjects. Obese subjects showed the same mean shift with a smaller standard deviation of 3%. The smaller deviation in FF in obese subjects is possibly due to a reduction or lack of BAT in the region. In both obese and lean subjects, some individual voxels showed differences up to 25%. However, these larger differences should be interpreted with care since, in vivo, the true FF value is not known, and the difference could be due to noise and/or to a model breakdown. Both models assume a uniform distribution for both water and fat spins. However, as seen in the simulations, when the frequency distribution of one or both spin species is multimodal, both models fail to correctly describe the underlying signal, possibly giving rise to large FF errors. The variable spectral model does not correct for all biases such as these multimodal distributions, or for chemical shift displacement artifacts; however it should minimize biases in inhomogeneous fatty tissues. An analysis of the goodness of the model suggests that in the supraclavicular fat depot, where BAT is located and FF ranges from 40% to about 70%, the variable model, which accounts for susceptibility-induced frequency shifts, does a much better job in describing the underlying signal in lean subjects (mean difference in BIC of 11.0 6 0.4). In obese subjects, it still does a better job; however, differences are less pronounced and a larger spread of values are observed (mean difference in BIC of 4 6 6). However, in the muscle tissue, where FF is considerably low and tissue is more homogenous, that is no longer the case. In this case, the problem seems to be ill-conditioned in the presence of noise; if one of the species is present at much lower concentrations, it is harder to estimate the frequency separation between the two spins. In this case, the second model that accounts for the susceptibility-induced frequency shift, by introducing an additional degree of freedom, may actually degrade model performance (mean difference in BIC of 1 6 4). In this case, a possible solution could be the use of a constrained reconstruction algorithm at the expense of increased complexity.
It is important to note that, on many clinical applications, in which mean FFs are taken across a relatively large region of interest, an error in tissue FF of 1 6 5% may not seem to be significant. However, when looking at small changes in tissue fat fractions, as those expected in BAT during stimulation of thermogenesis, an error of 5% can make the results unreliable. 12 Such errors could explain the contrasting results obtained in human BAT when measuring changes in tissue fat fraction during cold exposure by FF techniques. There are several limitations to this study. First, an FF ground truth for the meat phantom and for the supraclavicular tissue was not available. Therefore, we were able to analyze only differences in FF values provided by the two CSE models and use the BIC to determine the relative goodness of the two spectral models. Second, because of the large difference in resolution between the SVS and CSE methods, the two methods could not be directly compared. Also, because a PRESS sequence was used, only the average water-fat frequency separation could be estimated using the SVS method.
In conclusion, in inhomogeneous fatty tissues, like the supraclavicular fat depot, microscopic magnetic susceptibility gradients induce a shift of the water-fat frequency separation by as much as 60.4 ppm. This shift can lead to errors in estimations of tissue fat fraction in individual voxels on the order of 5%. Since the magnitude of the shift strongly depends on the microscopic distribution of water and fat spins within the image voxel, as well as on its orientation with respect to B 0 , its value is expected to vary from voxel to voxel. This can be minimized in fatty tissues by using a reconstruction algorithm that employs a spectral model with a variable water-fat frequency separation. While this effect is small enough to be negligible in many clinical and research applications, this effect could be significant in the case of detection of BAT lipid consumption by fat fraction MR techniques.
